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Abstract
Obj ect ive:  The purpose of  t his st udy was t o opt imise t he HPLC-UV bio-analyt ical  met hod 

current ly used by the Salamanca University Clinical Hospital for determining lamotrigine plasma 

levels.

Mat erial  and met hods: The developed HPLC-UV analyt ic technique current ly in use was shown 

to be linear, exact  and precise, and suitable for use in rout ine monitoring of lamotrigine levels. 

The drawback of this method has always been the t ime required for analysing samples, so our 

aim was to improve on that  elapsed t ime.

That  improvement  involved using a dif ferent  chromatographic column from the one used up 

unt il now. We replaced the column that  was normally used (Kromasil−100C18−5 µm−15*0.4 cm 

wit h a LiChroCART-RP18e−3 µm−5.5*0.4 cm);  in bot h cases,  a l iquid-l iquid ext ract ion was 

performed and the same sample ext ract ion protocol was followed.

Resul t s:  Bot h val idat ion met hods showed t hat  t he t wo column t ypes are val id for rout ine 

lamotrigine monitoring.

Conclusion:  The decrease in retention time, in addition to a lower quantiication limit and 
bet ter precision and accuracy parameters obtained with the LiChorCART column, suggest  that  

this unit  is ideal for use in clinical pract ice because it  enables a large number of determinat ions 

to be performed in less t ime and the greater precision of LTG measurements.

© 2009 SEFH. Published by Elsevier España, S.L. All rights reserved.
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Optimización de una técnica de cromatografía líquida de alta eicacia  
para la determinación de lamotrigina en plasma humano

Resumen
Obj et ivo: Opt imizar el método bioanalít ico HPLC-UV empleado hasta el momento en el Hospital 

Clínico Universitario de Salamanca, para la determinación de los niveles plasmát icos de la lamo-

t rigina (LTG).

Material  y métodos: La técnica analít ica de HPLC-UV desarrollada y ut ilizada hasta el momento 

demost ró ser lineal, exacta y precisa, siendo apta para su empleo en la monitorización rut inaria 

de la LTG. Sin embargo, presentaba un prolongado t iempo para el análisis de las muest ras, por 

lo que se optó por una mej ora en la misma. Dicha mej ora consist ió en el empleo de una colum-

na cromatográica alternativa a la usada hasta el momento. Para ello se sustituyó la habitual-
mente empleada (Kromasil-100C18 − 5 µm − 15 x 0,4 cm por la LiChroCART-RP18e − 3 µm − 5,5 

x 0,4 cm) realizando en ambos casos una ext racción líquido-líquido y siguiendo el mismo proto-

colo de ext racción de muest ra.

Result ados:  Ambas validaciones demost raron que los dos t ipos de columnas son válidos para la 

monitorización rut inaria de la LTG.

Conclusión: La disminución en el tiempo de retención, junto con el menor límite de cuantiica-

ción y los mej ores parámet ros de precisión y exact itud obtenidos con la columna LiChorCART, 

sugieren a ésta como una candidata ideal para la práct ica clínica debido al gran número de de-

terminaciones que pueden realizarse en un menor tiempo y la mayor precisión en la cuantiica-

ción de la LTG.

© 2009 SEFH. Publicado por Elsevier España, S.L. Todos los derechos reservados.
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Introduction

Lamot rigine (LTG) (3,5-diamine-(6[2,3-dichlorophenyl ] -
1,2,4-t riazine) is an ant iepi lept ic agent  whose chemical 
st r uct ur e i s not  r el at ed t o ot her  habi t ual l y used 
ant iepilept ics.

Lamotrigine presents a pharmacological act ivity similar to 
ot her  ant i epi l ept i c dr ugs such as phenyt oi n and 
carbamazepine. 1, 2 It  i s an ef f ect i ve medicat ion as a 
coadj utant  for t he t reatment  of  simple part ial and tonic-
clonic seizures,  wit h secondary resist ances t o other drug 
t reatments.3

Rout ine monit oring of  ant iepilept ic drugs is a common 
pract ice in hospital pharmacy departments due to the high 
level of help these give to pat ients, since an opt imal cont rol 
of plasma concent rat ions is one of the key tools for proper 
seizure cont rol, helping to widen the knowledge base on the 
dif ferent  interact ions that  are produced when taken with 
other ant iepilept ic drugs,  especial ly enzymat ic inductors 
and inhibitors.4-7

From the pharmacokinet ic point  of view, these are of great  
usefulness due to t he fact  t hat ,  alt hough the therapeut ic 
range is not  wel l  def ined, 8-10 being so wide,  a deeper 
understanding of the drug would allow a bet ter adj ustment  
to its use. Furthermore, this type of research can be applied 
t o populat ion st udies. 11 Along wit h an opt imisat ion and 
reduct ion in t ime required for LTG plasma level readings, 
t hese are some reasons for which t he current  st udy has 
focused on the effect  of column length and part icle size in 
t ime required for analysis, the limit  for quant if icat ion, and 
the accuracy and precision of the two techniques using high 
eff iciency liquid chromatography with ult raviolet  detect ion 

(HPLC-UV) using the concent rat ion limits of 0.5-20.0 µg/ ml 
(range of normal plasma concentrat ions in humans).

Material and methods

Material

The BW430C78 LTG (3.5-diamine-(6[2,3-dichlorophenyl] -
1, 2, 4- t r i azi ne)  and i t s i nt ernal  st andard BW725C78 
([3,5-diamine-6-][2-metoxiphenyl])-1,2,4-t riazine (SI) were 
supplied by Wellcome Research Laboratories (Cardiff, United 
Kingdom).

The reagents used (dihydrogen potassium phosphate, sodium 
hydroxide, and triethylamine) were analyt ical grade, and the 
methanol was HPLC grade, both of which were supplied by 
Merck (MerckKGaA, Darmstadt, Germany). The purified water 
was obtained in t he laboratory wit h a Mil l i-Q purif icat ion 
system. The human plasma was obtained from the blood bank 
at the Salamanca University Clinical Hospital (HUSAL).

Standard preparation

Fi r st l y,  a par ent  sol ut i on of  LTG i n met hanol  at  a 
concent rat ion of 500 µg/ ml is prepared. This solut ion is then 
diluted in plasma in order to prepare the working solut ion, 
at  a concentrat ion of 20.0 µg/ ml. From this working solut ion, 
st andard concent rat ions are prepared at  15.0;  10.0;  8.0; 
6.0; 4.0; 2.0; 1.0; 0.5; 0.25; 0.15 and 0.1 µg/ ml of LTG.

In the case of  SI,  a parent  solut ion was prepared at  500 
µg/ ml  in met hanol  f rom which a working solut ion was 
prepared at  a concent rat ion of 20.0 µg/ ml.
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Chromatography

We used the HPLC analysis technique. The chromatographic 
system used was the HP1050 system with automat ic inj ector 
and UV detector (Waters 486), and Clarity® software.

The chromatographic separat ion was performed with two 
column types: Kromasil 100 C18 5 µm 15*0.4 and LiChroCART 
RP18e 5.5*0.4 µcm (TeknoKroma).

The chromatographic condit ions were: the mobile phase 
consist ed of  a mix of  0.1M KH2PO4,  t r iet hylamine,  and 
methanol (62%:3%:35% v/ v) with a pH=6.2. The mobile phase 
was prepared daily,  including degasifying and f il t ering the 
solut ion with a 0.45 mm filter membrane.

The chromat ography process t ook place at  ambient  
t emperat ure wi t h a workf low of  1 ml / min and wit h UV 
radiat ion at  a wavelength of 206 nm.

Extraction procedure for LTG/SI

The ext ract ion process was liquid-liquid. Five hundred µl of 
the sample were added to a solut ion of 50 µl of SI+50 µL of 
2M NaOH; the mixture was then agitated for 30 s and 2ml of 
ethyl acetate was added as an organic solvent . Following 30 
seconds of  vor t ex agi t at ion,  t he organic mixt ure was 

cent rifuged for 10 min.  at  3,500 rpm. As a f inal step,  t he 
sol ut i on was evapor at ed i n an N2 at mospher e and 
reconst it uted wit h 100 µl of  mobile phase being inj ected 
into the chromatograph at  a volume of 50 µl.12

Validation of bioanalytical techniques

The select ivit y,  accuracy, and precision have been studied 
according to the premises laid forth by the FDA.13

In order t o st udy t he select ivi t y of  t he t echnique,  we 
studied 6 target  plasmas from dist inct  sources. The linearity 
st udy was done by preparing 5 cal ibrat ion curves wi t h 
concent rat ion ranges between 0.5 and 20.0 µg/ ml (0.5; 1.0; 
2.0; 4.0; 6.0; 8.0; 10.0; 15.0 and 20.0 µg/ ml). With the data 
obt ained we calculat ed t he value of  r,  t he coef f icient  of 
variat ion for t he factor relat ive t o t he response,  and t he 
deviat ion f rom t he mean of  t he response fact or for each 
concent rat ion.

From t he st udy dat a on l ineari t y,  we det ermined t he 
accuracy of the technique as a percentage of recuperat ion 
from the quant ity of LTG added to each sample.

Regarding precision,  we st udied t he repeat abi l i t y and 
reproducibi l i t y of  bot h met hods.  In order t o evaluat e 
repeat abi l i t y,  or  int raday precision,  t he same person 
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prepared and analyzed 5 high concent rat ion repl icates,  5 
medium,  and 5 l ow,  on t he same day using t he same 
reagents. For the reproducibility study, or interday precision, 
t he same analyst  prepared t he same 5 repl icat es for t he 
high, medium, and low LTG concent rat ions, but  in this case 
on different  days and with different  reagents. In both cases, 
the CV in the area (LTG area/ SI area) was calculated in the 
5 analyses.

Furthermore, we determined the limits of quant if icat ion 
using t he Lang and Bol t on met hod. 14 The concent rat ion 

Table 1 Result s f rom the validat ion study with the 

Kromasil column for concent rat ions of  the study range 

(0.5-20 µg/ ml)

 Mean±SD CV %

r 0.998

Rf (response factor) 0.55±0.03 6.07

Accuracy, % recuperation 101.83±7.39 7.25

Repeatability (area LTG/area SI)
0.5 µg/ml 0.27±0.01 1.99

6.0 µg/ml 3.35±0.21 6.40

20.0 µ/ml 11.31±0.15 1.29

Reproducibility (area LTG/area SI)
0.5µg/ml 0.29±0.01 4.55

6.0 µg/ml 3.55±0.27 7.68

20.0 µ/ml 11.49±0.27 2.31

Quantification limit 0.25 µg/ ml

LTG indicates lamot rigine; SD, standard deviat ion.

Table 2 Result s of  the validat ion study performed  

with the LiChroCART column for range of  concent rat ions 

(0.5-20 µg/ ml)

 Mean±SD CV %

r 0.999

Rf (response factor) 0.55±0.03 6.07

Accuracy, % recuperation 100.13±3.42 3.41

Repeatability (area LTG/area SI)
0.5 µg/ml 0.33±0.01 3.90

6.0 µg/ml 3.60±0.05 1.31

20.0 µ/ml 11.82±0.36 3.05

Reproducibility (area LTG/area SI)
0.5 µg/ml 0.32±0.02 6.64

6.0 µg/ml 3.49±0.14 4.12

20.0 µ/ml 11.56±0.37 3.20

Quantification limit 0.1 µg/ ml

LTG indicates lamot rigine; SD, standard deviat ion.

margins between 0.5 and 0.1 µg/ ml (0.5; 0.25; 0.15 and 0.1 
µg/ ml) were prepared in t riplicate.

Results

In order t o st udy t he select ivi t y of  t he t echnique,  we 
analyzed 6 plasma target s f rom dist inct  origins observing 
t hat ,  given t he Figure represent at ion,  t he LTG and SI 
ret ent ion t imes do not  display ghost  peaks in plasma 
component s.  In t he same fashion,  dif ferent  st udies were 
per f ormed wi t h pl asma f rom pat i ent s wi t h di st i nct  
polytherapy with dif ferent  ant iepilept ic drugs observing the 
same ef fect ,  not  int erference in any of  t he cases.  In t he 
same way,  we observed an excel lent  separat ion between 
t he LTG and SI peaks,  and bet ween SI and t he ot her 
components of the plasma samples. The retent ion t imes for 
the LTG were 7.94 and 2.62, and for SI:  2.43 and 0.95 min 
for the Kromasil and LiChroCART, respect ively.

Quant if icat ion limits results were 0.25 and 0.1 µg/ ml for 
kromasil and LichroCART columns respect ively.

The result s of  both techniques provided result s that  can 
be observed in Tables 1 and 2.

Discussion

The opt imisat ion study of the analysis technique for HPLC-
UV f or  det ermining plasma concent rat ions of  LTG has 
demonst r at ed t hat  i t  i s t he cor r ect  met hod f or 
pharmacokinet ic moni t or ing,  wi t hin t he l imi t s of  t he 
t herapeut ic ranges (3-14 µg/ ml),  which is t he t ypical ly 
found range in clinical pract ice.

The select ion of both columns must  be made according to 
t he similarit ies in physical/ chemical charact erist ics,  t he 
principal dif ference between the two being smaller part icle 
size and length. Performing a comparison of the two columns 
is based on t he at t empt  t o improve t he bioanalyt ical 
technique, thus allowing an increase, as has been ment ioned 
b e f o r e ,  i n  b o t h  t he  num b er  and  p r ec i si on  o f 
determinat ions.

The ability to count  on an exact  bioanalyt ical method that  
is precise, repeatable,  reproducible,  and quick allows the 
est abl ishment  of  a rout ine monit oring syst em in cl inical 
pr act i ce,  as wel l  as t he possi bi l i t y of  per f or mi ng 
pharmacokinet ic st udies in order t o determine and study 
bot h t he behaviour  of  t he drug i t sel f  and i t s possible 
interact ions with other medicat ions.

From t he result s obt ained in t his st udy and t aking int o 
account  t he complexit y of  t he t reatment  of  t he samples, 
once this method has been validated, a maximum variability 
of  t he SI area of  15% has been assumed as a cri t eria for 
proper t reat ment  of  t he dat a,  wit h respect  t o t he mean 
value of  t he data obtained in val idat ion.  Al l  samples t hat  
surpass this value must  be repeated since it  is possible that  
some error may have been made during the preparat ion of 
the samples. These errors are ref lected in the SI area.

Thus t his st udy does not  al low us t o conclude t hat  t he 
LiChroCART column will be the most  adequate candidate for 
the rout ine monitoring of LTG in clinical pract ice, due to the 
reduct i on i n anal ysi s t ime and t he adequacy of  t he 
technique.
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